Introduction
All operating-room personnel are continuously exposed to trace concentrations of anesthesia agents. Inhalation gases and vapors that leak into the workplace due to medical and research procedures are defined as waste anesthetic gases (WAGs) (1) . These gases may leak from the patient's anesthesia breathing circuits because of malabsorption of gases ventilated into patient's lungs during anesthesia. In addition small amounts of volatile anesthetic gases leak from anesthesia machines because the anesthesia machines are not airtight (2) . WAGs may be exhaled by patients recovering from anesthesia in the postanesthesia care unit. Anesthesia agents are lipid soluble so those agents eliminated through exhalation without being metabolized in the patient body and the anesthesia machines transfer these gases very slowly into the surrounding without any changes (3, 4) .
Waste anesthetic gases including both nitrous oxide and halogenated anesthetics (halothane, enflurane, isoflurane, desflurane, sevoflurane, and methoxyflurane) that over-exposure of them, may produce health effects and hazards to operatingroom personnel. Anesthesiologists, surgeons, dentists, nurse anesthetists, operating-room nurses, operating-room technicians, recovery-room nurses and other operating-room personnel are exposed to these gases (5) . Gas exposure and its effects is based on concentration of agent, measured in parts per million (ppm), and length of time the exposure (6) . Despite a few number of studies that show no effects of anesthetic gases on the health (7) many studies demonstrated that there was a causes-and-effect relationship between health problems and being exposure to waste anesthetic gases. Based on these result, exposure to excess amounts of these gases, even for a short time, may create short-term and long-term effects on personnel health. Short-term symptoms are including drowsiness, headache, irritability, fatigue, nausea, drowsiness, poor judgment and loss of coordination. Tran. N and et.al in 2000, Showed when personnel leave workplace, symptom of fatigue disappears (8) . Chronic symptoms of overexposure can include reproductive effects, kidney and liver diseases. Rogers B. in 1986, showed that exposure to high levels of WAGs can cause cellular, mutagenic, carcinogenic, teratogenic effects and miscarriages in spouses of exposed workers or birth defects in their offspring. The Similar result of a case-control study indicated that incidence of cancer, renal and hepatic disease, infertility, congenital abnormalities and premature births, in the exposed group are higher than non-exposed group (9) . American Society of Anesthesiologists (ASA) and the National Institute for Occupational Health and Safety (NIOSH) are concerned about adverse effects of trace anesthetic gases. So, performed commonly many studies for exploration of adverse heath effect in operating rooms workers, whose that were exposure WAGs (10) . The goal of these organizations is quantify the consequences of waste anesthetic gas exposure through standards and recommendations to prevention, control and reduction of release WAGs, measurement, monitoring, scavenging and workplace practices. As was said, waste anesthetic gases are having adverse effects on health of employees. Beyond all of the studies in this subject, several studies (11, 12) discussed about ecological and cost benefit of WAGs control. Ishizawa Y, in a review study in 2011, discussed about potential effects of general anesthetic gases on global environment. He said halogenated agents and nitrous oxide could have potential significant effects on global warming and these are recognized as greenhouse gas or important ozone depleting gas. Ishizawa described alternatives ways and new technologies that may prevent from emission of these gases into the atmosphere (4). Also, they indicated that reduction of flow anesthesia gases techniques has economic benefits and reduce the costs of volatile anesthesia. Results showed that reduction of fresh gas flow as 2.0 L/min, lead to saving 50% of the total consumption of any volatile anesthesia agent (13) (14) (15) . Techniques of low flow anesthesia not only provide economical and ecological benefit, it can improve the quality of patient care too. Because the low flow of anesthesia agents frequently, keeps them moist (16) . All of mentioned issues illustrate the importance of a comprehensive realization from the management of waste anesthetic gases as a major element. So employers, hospital managers and operating room personnel should be aware the potential risks of WAGs and be use recommended guidelines for reduction of exposures. So, the aim of the present this study is assessment the risk management status of waste anesthetic gases in academicals hospitals in Iran to identify deficiencies and problems, provide solutions and planning to prevent from harmful effects of these gases on employees' health, also ecological and cost effects.
Materials and Methods
A descriptive-analytic study was designed in 2011 to assess the risk management of waste anesthetic gases in Iranian academic hospitals. Instrument for data collection was a structured standard checklist that had been developed by ECRI institute (Emergency Care Research Institute) in November 2007 (17) . ECRI institute is an independent nonprofit organization whose mission is to benefit patient care by promoting the highest standards of safety, risk control, quality and cost-effectiveness in healthcare. They accomplish this through our research, publishing, education and consultation. Goal of this institute is to be the world's most trusted, independent, organization providing healthcare information, research, publishing, education and consultation to organizations and individuals in healthcare (18) . The standards of this institute are gathered from important standards and guidelines of American Association of Nurse Anesthetists (AANA), American Society of Anesthesiologists (ASA), and Joint Commission. This checklist will assess the status of risk management of waste anesthetic gases in areas of the anesthesia department that are exposed to a high WAGs. This checklist is including 36 questions about WAGs risk management and assesses the hospitals based on the five dimensions including planning, training, equipment, evaluation and monitoring, work practices in this subject. Validity of checklist was approved through consultation with anesthesia specialists. Content of checklist was compiled with statues of Iranian hospital operating rooms. Our study population, were the hospitals of Isfahan University of Medical Sciences. Four hospitals (Alzahra, Amin, Kashani, Nour and Ali Asghar) affiliated to Isfahan University of Medical Sciences selected as sample referred as A, B, C, and D in the text. Inclusion criteria of the study were the number of surgical beds. The numbers of elective surgeries beds in these hospitals were more than other hospitals. Mental hospitals and hospitals to perform special surgeries were excluded from the study. Therefore popularization of results to all of Isfahan University hospitals is possible. In other that hospitals agreement with collection of data, hospital administrators were justified than importance of this research. In the next, the researcher directly was referred to surgery departments in hospitals. Checklists were filled through direct observation, interviews with operating room managers, anesthesiologists and anesthesia technicians in 46 operating rooms of four hospitals. Each room surveyed for six consecutive days in one week. Using descriptive statistics the qualities data converted to quantities data and then these compare together. Total score 3 was selected for excellence status of WAGs risk management in hospitals. Score 1-2 introduced as weak status, score 2-2.5 showed the medium level and 2.5-3 score as a good status. Collected data were analyzed in five dimensions and expressed as means and percentile. Then, the statistical comparisons to assess significant difference in variables between hospitals were done. To statistical analyses one-way ANOVA was used. SPSS statistical program was used for performance all statistical analyses. Version 16 was applied in this study. P-value less than 0.05 were defined as the level of statistically significance. The authors had full access to the data and take responsibility for its integrity.
Results
Descriptive statistical according to standards of ECRI institute showed in Table 1-3. Classification of hospital based on the predetermined standards showed that the mean of compliance standards is higher in A hospital than other hospitals. In the all of considered hospitals only 28% of standards were complied with predetermined standards, 16% needed improvement and 56% had no compliance. Needs improvement is defined as when planning was not exactly or implementation was not accurately ( Table 2 ). The means of WAGs risk management status stratified by subsets indicated in table 3. Comparison of classified standards based on planning, training, equipment, evaluation and monitoring, work practices showed that no significant differences were observed between studied hospitals. Total mean scores of planning, training, equipment, evaluation and monitoring, practices performance were respectively 1, 1.95, 2.03, 1.04 and 2.07. Overall, based on the total score in table 3, work practices had higher score (2.07) that other sections and standards related to equipment with 2.03 score, put in the next place. Planning had the lower score (1). In A hospital, training, equipment, evaluation and monitoring and work practices had higher score. Figure 1 shows that the status of WAGs risk management in all of hospital have a similar pattern. This figure indicates that the total status is weak in planning, training, evaluation and monitoring. Only equipment and work activities are in medium level. Also this figure indicates that A hospital only in training (2.20), equipment (2.14) and work activates (2.38) and B hospital only in work activities (2.30) are in medium level. Hospitals in other situations were weak. 
Discussion
Exposure to waste anesthesia gases cannot be eliminated, but it can be monitored and controlled (19) . Trace concentration of WAGs can help to reduce amount of these agents below the standard levels that recommended by NIOSH, OSHA (20) . According to the results of our study, the risk management status of waste anesthetic gases in studied hospitals is very weak. Therefore, we can expect that the operating room personnel to be exposed a lot of waste anesthetic gases during se- Classification of hospital based on the predetermined standards showed that the mean of compliance standards is higher in A hospital than other hospitals. In the all of considered hospitals only 28% of standards were complied with predetermined standards, 16% needed improvement and 56% had no compliance. Needs improvement is defined as when planning was not exactly or implementation was not accurately ( Table 2 ). The means of WAGs risk management status stratified by subsets indicated in table 3. Comparison of classified standards based on planning, training, equipment, evaluation and monitoring, work practices showed that no significant differences were observed between studied hospitals. Total mean scores of planning, training, equipment, evaluation and monitoring, practices performance were respectively 1, 1.95, 2.03, 1.04 and 2.07. Overall, based on the total score in table 3, work practices had higher score (2.07) that other sections and standards related to equipment with 2.03 score, put in the next place. Planning had the lower score (1). In A hospital, training, equipment, evaluation and monitoring and work practices had higher score. Figure 1 shows that the status of WAGs risk management in all of hospital have a similar pattern. This figure indicates that the total status is weak in planning, training, evaluation and monitoring. Only equipment and work activities are in medium level. Also this figure indicates that A hospital only in training (2.20), equipment (2.14) and work activates (2.38) and B hospital only in work activities (2.30) are in medium level. Hospitals in other situations were weak. 
Exposure to waste anesthesia gases cannot be eliminated, but it can be monitored and controlled (19) . Trace concentration of WAGs can help to reduce amount of these agents below the standard levels that recommended by NIOSH, OSHA (20) . According to the results of our study, the risk management status of waste anesthetic gases in studied hospitals is very weak. Therefore, we can expect that the operating room personnel to be exposed a lot of waste anesthetic gases during se- quential surgeries. As regards that no significant difference was observed between four hospitals. So, WAGs risk management status is almost similar to each other. The results of this study indicated that planning for reduction of waste anesthetic gases is so weak. Based on surveyed standards in our study, the causes of this matter are: lack of policies and procedures for the control of waste anesthetic gases, deficiency of documented program for maintenance anesthesia equipment and scavenging systems and privation of formal program for testing for waste anesthetic gases in gas lines and vacuum lines. Other studies approved the results of our study. Major sources of anesthetic gas pollution are due to the lack of adequate engineering control systems and the poorly maintained anesthesia equipment (21) . Approximately 91 to 95 % of waste gas concentrations in the operating rooms were cause to incorrect and careless work practices (22) . Indeed, even by use of scavenging systems, anesthetic gases were discovered in operating rooms and workers were exposed to these gases. Because, the scavenging is not able that covered the realization of trace anesthetic gases from other parts of machines. Where gases exhaled by recovering patients are not properly controlled by personnel is most likely to be exposed to waste anesthetic gases. This subject reveals that for the control of WAGs, scavenging is not sufficient and additional engineering controls are necessary. Thus, one of reasons emission of WAGs is poor work practices of personnel (21) . These are including that connectors, tubing and valves are not maintained and tightly connected, WAGs are not properly vented or scavenged, patients mask or endotracheal coupling is not probably fitted during induction of anesthesia and disconnection of the system (19) . Mean score of work practices in our study showed a medium level but this score is not sufficient and for reach to excellent level, further efforts are necessary. For reach this aim, scavenging practices and recommended guideline should be applied and a follow up survey to approve accuracy of them should be done in the future time. Li SH and et al, indicated malfunction, loose connection or disconnection between the anesthetic machine and the exhaust venting system of operating theater almost doubled the N2O concentrations (23) . So, reform of work practices and maintenance of correct performance of scavenging system and connectors can help to minimization the concentrations of waste anesthetic gases in surrounding.
The total mean score of training as one of aspects in control of waste anesthetic gases was in low level. Causes are loss of formal continuing education programs in improvement of work practices, recognition of damaged equipment, policies and procedures to usage of devices for medical and non-medical personnel. In addition, based on result of our study, preparation and check equipment is at medium level. This issue illustrates that performances of equipment are not accurate and so necessary emprise to promotion of safety and reduction of emission risk should be established and therefore, usage from properly facilities for remove of waste gases should be available. Evaluation and monitoring as other surveyed aspect of WAGs risk management was at weak status. Because the waste anesthetic gas levels in all anesthetizing locations not been surveyed during the last year. Exposure levels not monitored at least quarterly and any documents not exist in place. Director of anesthesia services not reviewed the policy for quality improvement and risk management in waste anesthetic gases. Based on the standards of our study operating rooms should be reviewed once in a year by the risk manager or the chief of anesthesia and the clinical engineer responsible for maintaining the anesthesia equipment. Additional review should be considered when significant organizational changes such as the introduction of new procedures, facility changes, equipment changes and new guidelines or practices are happen.
Other studies confirm the importance of this subject. So, based on the recommendations, leaking of all anesthesia equipment should be tested daily (6) and follow up survey would be carried out at a later date (6, 24) .
In the all of considered hospitals only 28% of standards complied with predetermined standards. 16% of needed improvement and surprisingly, 56% had no compliance. So it can be causes to lack of application planning and guidelines, false procedure, shortage of monitoring and evaluation programs. Total mean scores of planning, training, evaluation and monitoring were weak too. So, risk management of waste anesthetic gases should be emphasized on planning, training, evaluation and monitoring in academic hospitals. This does not mean that modification and reform in these aspects are sufficient only. But we need that upgrade of work practices and improvement the procedures. Also, the types of facility and equipment to reach to excellent level are inevitable.
Conclusions
In general, our study conclude that the best means for controlling anesthetic gas concentration is usage a comprehensive, viable and effective system for management of waste anesthetic gases. WAGs risk management status were almost similar in Isfahan University of Medical Sciences hospitals and were week. Thus, unit strategy and policy for achieving to excellent level and coordination between hospitals on behalf of organizations related is helpful. Conclusion of our study offers major pathways and policies for WAGs risk management based on the standards of ECRI institute. Firstly, preparation of equipment to scavenging of these agents or entrap waste anesthetic gases and vented these gases to outside air by devoted suction is recommended. Secondly, management system should be including development of program for control of WAGs, maintenance of anesthesia equipments, quality improvement and risk management. Thirdly, education to personnel in working with anesthesia cars and doing right tasks should be delivered. Fourthly, ongoing monitoring and evaluation for checking systems to exploration of leakage, air monitoring and medical surveillance should be performed. Finally, work practice controls, personal protective equipment, modification of procedures to improvement of activity should be considered.
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